The Canadian National Calibration Reference Centre for In-Vivo Monitoring. Part II: Sources of errors in thyroid monitoring of occupationally exposed personnel.
This article, the second of a five-part series covering various aspects of occupational thyroid monitoring, addresses the sources of error that can affect the final result obtained from thyroid monitoring, such as geometry effects (thyroid size, thyroid depth, precision and accuracy of the detector placement, and neck-detector distance). The article also suggests ways in which these errors can be minimized and identifies those errors that are difficult to quantify.